[Results of using the reflomat for determining glucose concentration, and the influence of glycolysis inhibitors on Reflotest-glucose (author's transl)].
There was a close correlation between the hexokinase-glucose-6-phosphate-dehydrogenase method and reflomat/Reflotest-glucose on capillary blood samples without addition of glycolysis-inhibitors. The relative deviations were less than 10% over the entire range. In systematic studies set up to determine the influence of sodium fluoride and sodium monoiodo-acetate on the reflomat/Reflotest glucose system it was demonstrated that sodium monoiodo-acetate can be used when determining glucose with reflomat/Reflotest glucose, while sodium fluoride produced false values with this system.